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Purpose/Objective: In head and neck cancer (HNC) adaptive 
radiation therapy (ART), the two purposes were to compare 
the accuracy of different deformable images registration 
(DIR) methods and to quantify their impact for dose 
accumulation, in healthy structures. 
Materials and Methods: Fifteen HNC patients had a planning 
CT (CT0) and weekly CTs during the 7 weeks of intensity-
modulated radiation therapy (IMRT), with or without contrast 
agent injection. Ten DIR combinations were tested, 
combining two registration methods (demons or B-spline 
Free-Form Deformation (FFD)), with or without image 
preprocessing (sigmoid filtering to enhance soft tissues and 
delineation mapping) and with sum of squared differences 
(SSD) or mutual information (MI) metric. Two observers 
identified 14 landmarks (LM) on each CT-scan to compute the 
LM registration error (mm) and the LM dose accumulation 
error (Gy). The cumulated doses in the parotid glands (PG) 
estimated by each method were compared. 
Results: The two most effective DIR methods were the FFD 
and the demons, both with the MI metric and the filtered 
CTs. The corresponding LM registration accuracy (precision) 
were 2.44 mm (1.30 mm) and 2.54 mm (1.33 mm), 
respectively. The corresponding LM estimated cumulated 
dose accuracy (dose precision) were 0.85 Gy (0.93 Gy) and 
0.88 Gy (0.95 Gy), respectively. 
The inter-observer distance accuracy (precision) were 2.01 
mm (1.29 mm), respectively. The inter-observer cumulated 
dose accuracy (dose precision) were 0.68 Gy (0.75 Gy), 
respectively.  The median (SD) mean planned dose for the 
PGs was 30.22 Gy (7.76 Gy). Using the 'FFD with MI on filtered 
CTs' method to calculate the cumulated mean PG dose, 66% 
of the PGs presented an increase of the mean dose of 3.38 Gy 
(SD= 2.82 Gy, range: 0.38-11.69 Gy), and 33% of the PGs 
presented a decrease of the mean dose of 1.52 Gy (SD= 1.08 
Gy, range: 0.06-3.22 Gy), compared to the mean planning 
dose. The mean uncertainty (difference between maximal 
and minimal estimated cumulated doses considering all the 
10 methods) to estimate the cumulated mean PG dose was 
4.03 Gy (SD= 2.27 Gy, range: 1.06-8.91 Gy). 
Conclusions: The choice of the metric and/or of the image 
preprocessing is at least as important as the registration 
method. If the estimated local accumulated dose has to be 
considered carefully, the most accurate method provide the 
means to detect over- or under-irradiation for healthy 
tissues. 
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Purpose/Objective: Automatic contouring (AC) will be an 
essential component of an adaptive radiotherapy (ART) 
strategy, enabling efficient treatment planning and plan 
adaptation. Although there has been much interest in the 
geometric accuracy of AC algorithms, there has been little 
consideration of the dosimetric accuracy of automatic 
contours used for treatment planning. Furthermore, it is not 
clear how the metrics used to assess geometric accuracy 
relate to dosimetric accuracy when these automatic contours 
are used for treatment planning. In this study the 
relationship between geometric and dosimetric accuracy is 
assessed for commonly-used metrics. 
Materials and Methods: A commercial AC algorithm was used 
to retrospectively segment ten head and neck patients. 
Ground truth contours were created for each patient by 
combining contours from five clinicians by means of the 
simultaneous truth and performance level estimation 
(STAPLE) algorithm. The geometric accuracy of the auto-
contours relative to the STAPLE-contours was assessed by a 
number of commonly-used metrics, as well as some novel 
metrics. VMAT plans were created for each patient, 
according to standard departmental protocols, using the 
auto-contours for optimisation. The difference in dose (ΔDmean 
or ΔDmax) to the auto-contours relative to the dose to the 
STAPLE-contours provided a measure of the dosimetric 
accuracy of the auto-contours. This dosimetric accuracy was 
then compared with the geometric accuracy indicated by the 
different metrics, and the correlation coefficient calculated 
for each structure. 
Results: The mean ΔDmean for the parotids, submandibulars 
(SMG) and larynx, and mean ΔDmax for the spinal cord (SC) 
and brainstem (BS) is show in the table. For the parotids, DSC 
showed poor correlation with ΔDmean (R = 0.35), with the 
strongest correlate being centroid separation (R = 0.82). For 
the larynx, DSC showed the strongest correlation, although 
the correlation was moderate (R = 0.59). The large amount of 
overlap of the SMG with the target volume resulted in no 
correlation with ΔDmean for any metric. The RMS-difference, a 
new metric based on the distance-to-agreement histogram, 
was found to provide a strong correlation with ΔDmax for the 
SC and BS (R = 0.61, R = 0.82). 
 
 
 
Conclusions: Several metrics commonly used to assess the 
accuracy of automatically-generated contours did not show 
strong correlation with dosimetric agreement between auto- 
and STAPLE-contours. In particular, DSC, one of the most 
commonly-used metrics, showed poor correlation with ΔD for 
most structures. The RMS-difference provided good 
correlation for structures for which the maximum dose is 
most important (SC and BS). It is important to consider a 
variety of metrics when assessing the acceptability of AC 
algorithms, depending on the specific structure and 
dosimetric parameter of clinical interest. 
 
 
